Abstract. Dynamic Mechanical Analysis is an experimental technique commonly used to study the viscoelastic behaviour of materials over a range of temperatures and frequencies. Although considered as a forced non-resonance technique, the warned users perfectly know that resonant frequencies are inevitably encountered on the typical frequency range of DMA apparatus. In consequences, the measured properties in the area of the resonant frequencies are completely perturbed. This work proposes an analysis of the dynamic behaviour of a Bose Electroforce DMA. The resonant and perturbed frequencies have been identified in different experimental configurations using several materials. A straightforward analytical model was developed to simulate and predict the dynamic behaviour of our apparatus. The model parameters are identified using different experimental configurations. The simulations delivered by the model allow the user to predict the perturbed frequency areas and by this way authorise a strategic definition of the experimental protocol according to the sample characteristics.
Introduction
Many methods and apparatus are nowadays available to investigate the viscoelastic behaviour of materials. Actually, in the softening area, many properties such as mechanical, thermal, electrical, magnetic properties noticeably change. For a long time, due to its simplicity, the dilatometric method was the only method used to determine the glass transition temperature Tg. DSC (Differential Scanning Calorimeter) or DTA (Differential Thermal Analysis) are now common tool of laboratory. Indeed, specific heat capacity variation is actually an excellent indicator of transitions. Dielectric Thermal Analysis (DETA) is also quite a common method to explore molecular phenomena like relaxation. Among the mechanical experiments, we often discern dynamic tests from quasi-static methods: creep and relaxation. Dynamic mechanical methods include ultrasound and a variety of resonant techniques. The free-free flexural method exploits the frequency resonance of materials. At high frequencies, the methods are based on ultrasonic wave propagation. However this type of experiment is used to measure stiffness rather than to determine internal friction.
A forced non-resonance technique is also well-known, commonly named DMA: Dynamic Mechanical Analysis or harmonic tests [1] [2] [3] . It consists in applying a sinusoidal deformation to a sample of known geometry. The sample can be subjected by a controlled stress or a controlled strain. Due to the time-dependent properties of polymers, the displacement response is phase shifted with respect to the applied force. Thus, the storage modulus E' is linked to the in-phase or elastic response, proportional to the recoverable or stored energy; whereas the loss modulus E'' is linked to the out of phase or viscous response, proportional to the irrecoverable or dissipated energy. The changes in modulus according to temperature are sometimes really huge, until around four orders of magnitude. In comparison with creep tests, harmonic tests represent a more efficient method to characterise viscoelastic properties and glass transitions of materials. Their major advantage is to cover several decades of time independently of temperature control. In addition, this method allows the viscoelastic behaviour to be distinguished from other effects such as ageing or manufacturing stress recovery.
DMA is becoming more and more commonly used in the laboratory as a commercial apparatus for the material characterization on a turn-key basis rather than a research curiosity. This technique is often treated with a lack of knowledge, certainly because the only thing which interests the most of chemists is to supply information about transitions. So the dynamic mechanical method is certainly one of the simpler forced non-resonance techniques to understand, but nevertheless to perform accurate measurements and to ensure the relevance of the collected experimental data, a lot of precautions have to be taken. Indeed, large discrepancies among data obtained in DMA by different apparatus or various analysis methods, or even different laboratories using identical instruments have been sometimes underlined by diverse authors [4] [5] . These discrepancies are principally due to different well-identified factors:
-Thermal lag. Some errors can result from a default of temperature calibration, or of position of the temperature sensor in the furnace. Other errors are directly due to the heating rate. Lacik et al. [6] showed that an overestimation of the storage modulus and a shift in the glass transition temperature is observed if the isothermal plateau is not long enough to allow the temperature equilibration of the sample. The importance of achieving thermal equilibrium on the sample before starting the measurement is emphasised. The most accurate measurements are made isothermally, using combination of ramping and isothermal steps.
-Mechanical factors. A number of mechanical factors, like specimen geometry and size, clamping effects may influence the results of dynamic mechanical analysis. Actually, all modes of geometry (flexion, traction, shear, compression…) proposed by commercial apparatus exhibit bias due to imperfect clamping and sample geometry. To make up for this lack of precision, some DMA technology applies correction factors to determine the viscoelastic properties of samples. These corrective factors are fitted for isotropic material, because this type of device is intended for classical polymers. Moreover, clamping can introduce stresses in sample, or compress the specimen and by this way reduce the section of the sample.
-Determination method of the glass transition temperature (T g ). There are many ways to identify the value of T g based on the dynamic mechanical measurements, such as the peak value of the loss tangent, the peak value of the loss modulus, and the onset of the drop of the storage modulus. However, one has to be aware of the fact that the obtained T g value depends on the method [5] . When the T g values determined using different definitions are compared, large differences are often underlined. This is due to the relatively broad temperature range of the transition region.
If these troubles are relatively well-known by DMA users, some others are most of the time neglected. Irrelevant measurements can be performed because of instrument compliance effects and frequency resonance. In fact, the DMA currently used are most of the time designed to test soft materials. Nonetheless, in laboratories of applied mechanics or material lab, DMA is often employed to investigate a large panel of materials which might exhibit much higher stiffness. As previously underlined by Van't Hoff et al. [7] , the dynamic stiffness of the subcomponents of the measuring column significantly disturb the determination of the viscoelastic properties of the tested sample. It is obvious that the force sensor placed between the crosshead and the sample, the fixtures and the sample itself cannot always be considered as infinitely stiff or massless. Hutcheson and McKenna [8] reported errors until one order in magnitude in the determination of the viscoelastic properties of materials due to the effects of instrument compliance. Compliance arises from the transducer, the load frame and the fixtures. The ASTM Standards D4065 [9] specifies that the technique has to be used over a range of temperatures from -160°C to polymer degradation, for materials that have an elastic modulus in the range from 0.5 MPa to 100 GPa and is valid for frequencies from 0.01 to 1000 Hz.
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Nowadays, numerous commercial apparatus cover wide ranges of frequencies. The typical frequency range of harmonic tests is 0.01 to 200 Hz, sometimes 10 -4 to 1000 Hz. Below 0.01 Hz, the tests take too long for most the case. Because the experiments occur below the fundamental mode of vibration, the upper bound of the frequency range depends upon the sample stiffness and geometry. So, in certain cases, performing frequency sweep, the frequency of the solicitation will be equivalent to the first resonant mode of the measuring column. In consequences, the vicoelastic properties measured for the tested material in this frequency range will be mistaken or aberrant (as tanδ negative for example). So, the main objective of this paper is to warn DMA users of the error that can be committed if the commercial apparatus are exploited on the entire frequency range without taking precautions. This work proposes an experimental study of the dynamic behaviour of our DMA (Bose Electroforce 3200). An accurate model of the measuring test bench is developed to simulate and predict the dynamic behaviour of apparatus according to the sample type and geometry.
Material and method
The dynamic mechanical behaviour of the test bench of the DMA was investigated using a Laser Doppler Vibrometer.
Dynamic Mechanical Analyser
The dynamic mechanical analyser (DMA) used in this study is a Bose Electroforce 3200 apparatus controlled by a personal computer. A software (Wintest) pilots this apparatus and performs the viscoelastic properties calculation from force and displacement signals, and the sample size. This instrument features a 450N maximum force. It employs a moving magnet linear motor to apply the sinusoidal solicitations to the sample from 10 -4 Hz to 200 Hz. The applied force is measured with a load sensor, the displacement with a LVDT (resolution of 1 µm). A climatic chamber allows the temperature of the sample to be controlled in the range -150/ 315°C with a temperature stability of about +/-0,3°C. The temperature is measured by a thermocouple placed a few millimetres from the sample. The samples are tested in tension and subjected to a controlled strain of about 0.1%. A static strain is applied to the sample in order to maintain the sample under a net tension to prevent compression that would otherwise occur. This static strain is about 0.1 to 0.3% according to the polymer type. 
Laser Doppler Vibrometer
An Ometron VH300+ Laser Doppler Vibrometer (LDV) together with a Siglab analyser were used to characterise the dynamical behaviour of the measuring column of the DMA (Fig.2) . This vibrometer is based on a Michelson interferometer and has a frequency range from 0.1 Hz to 25 kHz, a velocity range up to 425 mm/s and a dynamic range 73.5 dB over full bandwith. This non-contact vibration transducer has the major advantage to allow measurements from 0.4m up to 25 m without surface treatment or retro-reflective tape. The LDV was used to measure the vertical velocity of the DMA actuator. 
Experimental results
Four types of polymers with different viscoelastic properties were used for this experiment: elastomer, nylon, polyolefin (PP) and epoxy. Each sample was tested at room temperature at different frequencies between 1 Hz and 200Hz in the linear viscoelastic field with a displacement feedback. The time history and the autopower spectrum of the actuator dynamic response were measured during the sample testing using the laser vibrometer. 14th International Conference on Experimental Mechanics Figure 3 shows a waterfall plot of the autopower spectra of the actuator dynamic response obtained for 14 different frequencies of cyclic loading. On each spectrum, the highest peak corresponds to the cyclic loading frequency and harmonics are clearly visible, which denote that the response is not perfectly sinusoidal. But the most remarkable effect is the smooth peak located near 70 Hz, which is visible for nearly each cyclic loading frequency and reveals a resonance effect due to the dynamic behaviour of the whole setup. It was noticed that this resonance frequency slightly moves according to the sample type and geometry and completely disturbs the measurements of the viscoelastic properties (leading for example to negative values of tanδ). Different solutions can be considered to face this kind of problem. The first one is to redesign the measuring column of the apparatus in order to shift the frequency resonance to higher frequencies. But very large modifications would be needed here to shift the resonance frequency outside the frequency range of the DMA, i.e. above 200Hz. So, in this study, it was decided to develop an analytical model able to correct or reject measurements done close to the resonance frequency in accordance to the sample characteristics, or simply to avoid to apply some excitations to the sample in this area.
Modelling

Analogical model
Going from the physical system to a relatively simple mechanical model requires some approximations. All elements (actuator, sample, force sensor…) are represented by masses, springs and dashpots (Figure 4 ). Concerning the electromagnetic actuator, the magnetic portion of the moving magnet motor is made of three basic elements: the magnet, the coils and the core. The function of the coil and core assembly (stator) is to carry and modulate the flux across the gap where the magnet resides. The suspension allows the magnet to move along the desired axial path with minimal use of the motor force. A linear oscillator characterises the moving magnet linear motor. This one degree-of-freedom mechanical system includes a rigid mass (m 1 ), representing the mass of the mobile part of the actuator, the upper clamp and the sample; a spring of stiffness k 1 and a dashpot with a viscous damping parameter c 1 . A spring of complex stiffness k 2 * represents the viscoelastic sample. The mechanical data (k 2 and k 2 ' ) are bound to the rheological properties of the sample (the storage stiffness and the loss stiffness). m 2 represents the mass of the lower clamp and the load sensor, and finally k 3 represents the stiffness of the load sensor. The system is governed by the following system of equations in matricial form:
Identification of the parameters
To predict the response of the measuring column, the parameters of the analytical model were identified using different experiments. The mass and stiffness were simply measured. The parameters of the actuator (k 1 and c 1 ), were identified using a modal impact hammer and the resonance frequency (first mode) of the isolated actuator. Impacts were performed on 6 different points on the suspension and the responses were recorded using the vibrometer and the siglab analyser. The same experiment was performed using an additional mass hanging on the moving magnet.
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The viscous damping parameter was identified using the resonance frequency peak (first mode). 
Simulation and prediction
The developed model can be used in two ways: -to correct the measurements performed close to the frequency resonance. Effectively, it is classically considered that measurements are valid up to one tenth of the resonance frequency.
Knowing the geometry of the tested sample, the model allows the phase change due to the inertia of all moving parts, the damping effects (suspension of the actuator) and the frame stiffness to be dissociated from the sample properties. -to predict the value of the resonance frequency of the measuring column in accordance to the sample characteristics. The Table 1 shows the measured and predicted resonance frequency for two different materials. For the same materials, the Figure 5 shows the modulus of the frequency response function X 2 / F (solid line) and the loss factor coming from the experimental test (diamonds). It appears clearly that the estimations of the loss factor are dramatically disturbed in the resonance frequency range. In the model, the sample properties measured before the resonance are used as input parameters. 41004-p.6
14th International Conference on Experimental Mechanics The slight discrepancy between model and experiment is certainly due to: (i) the resonance itself, which perturbs the experimental signals especially near the peak of the curve, (ii) the assumption of constant viscoelastic properties, which should rigorously depend on the frequency. 
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Abacuses for users were constructed to identify the suitable range of excitation frequencies according to the sample stiffness and the load sensor stiffness (Fig. 6 ). 
Conclusion
The Dynamic Mechanical Analysis is commonly considered as a non-resonance technique. However, on the typical excitation frequency range (from 0.01 Hz to 200 Hz), and whatever the apparatus, the sample and the geometry, some resonance phenomena inevitably appear. At the resonance frequency, the measured sample properties are highly affected by the dynamic behaviour of the measuring column. In this study we proposed a straightforward model able to correct the measurements performed closed to the resonance frequency or to predict the value of the resonance frequency in order to avoid testing this frequency range during the dynamic mechanical analysis.
